CFX Manager™ Software

Industrial Diagnostic Edition
359-3893 ¢ For VINEO™ Brettanomytest PCR Tests

* Open the software to get the Plate Manager window
or select View > Plate Manager in the menu bar

 Select the test type Quantitative from the drop-down menu

 Select the test you wish to perform from the list of tests on the left side
of the screen

* Select two wells for that assay

* Apply the sample type QS1 to that selection

* Select one well

° Apply the sample type Negative Control to that selection

* Select the wells for your samples

Unknown * Apply the sample type Unknown to that selection

* Type or select Lot Numbers (for DNA Extraction Kit, PCR Kits and/or
Standards)

* Type or select sample names: select a well to start
¢ Enter this well’s name in the box Sample Name on the right

¢ Hit the Enter key
The cursor will move to the next well (going down by default)

up Stat PCR Run ] s Click Start PCR Run

Please read the kit instruction manual and instrument user guide for complete and detailed instructions.



. . CFX Manager™ Software
Quick Guide | industrial Diagnostic Edition

Report Generated at the End of the Run

Example of report: VINEO™ Brettanomytest PCR Kit 2.0.746.0305. APF v1

Current date: 11/10/2010 17:46

User: BioRad\admin

Base Serial Number: CC003234

Optical Head Serial Number: 785BR2011

PCR data file name: C:\Documents and Settings\VINEO Brett.pcrd
PCR data file created: 09/12/2009 16:33

PCR Kit lot number:

DNA Extraction Lot Number:

Analysis Mode: Baseline Subtracted Curve Fit

Baseline Calculation: Target: set automatically -- Internal control: set automatically

Cq Determination: Single Threshold

Threshold: Target: 512.85 (set automatically) -- Internal control: 239.128 (set automatically)
Report Differs from Last Save: No

Report Components Show Options: Cqs(Yes), Plate Table View(Yes), Charts(Yes)

PCR Plate Barcode: N/A

Processed through the iQ-Check Prep System: No
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[ NegativeGontol | [ Samplelinerprefation |
Criteria Calculated Cq Target Internal control | Interpretation Criteria Calculated Cq
@) Target: Cq = N/A N/A Cg =10 Positive Target: 20 < Cq < 40 31.85 31.81
Internal control: 25 < Cq < 40 31.33 Cqg=N/A Cqg>25 Negative Internal control 30.96 31.05
L Valid Cq =N/A Cqg=N/A Inhibition Valid

Bio-Rad, S.N.C. au capital de 50 000 000 Euros, Locataire-Gérant, 449 990 712 RCS Nanterre - N° Intracommunautaire FR 62 449 990 712 - Siret 449 990 712 00019

Ampiification
Neg Ctrl 31.33 Valid control
BO1 | QS1 31.85 30.96 Valid control | N/A
(4) [cot [ast 31.81 31.05 Valid control | N/A
A02 |vinneg 1 | N/A 31.21 Negative 0.00E+00 | Negative
BO2 |vinpos1 |37.21 |30.73 Positve | 9.84E+01 | -OW Population,
controlled risk : : ; ; :
C02 |vinneg 2 | N/A 31.05 Negative 0.00E+00 | Negative . .. 2 - . =
D02 |vinpos2 |34.39  |30.69 Positive 7.00E+02 | Sritical population | -
L to be monitored
.
1 - PCR run details
2 - Plate setup diagram with sample names
3 - Validation criteria for controls and samples
4 - Results summary
5 - Amplification curves
[=][oX:7:Ys)  io-Rad
Laboratories, Inc.
L Ife Science Web site www.bio-rad.com USA 800 424 6723 Australia 61 2 9914 2800 Austria 01 877 89 01 Belgium 09 385 55 11 Brazil 55 31 3689 6600
Canada 905 364 3435 China 86 21 6169 8500 Czech Republic 420 241 430 532 Denmark 44 52 10 00 Finland 09 804 22 00
Group France 01 47 95 69 65 Germany 089 31 884 0 Greece 30 210 777 4396 Hong Kong 852 2789 3300 Hungary 36 1 459 6100 India 91 124 4029300

Israel 03 963 6050 Italy 39 02 216091 Japan 03 63671 7000 Korea 82 2 3473 4460 Malaysia 60 3 2117 5260 Mexico 52 555 488 7670
The Netherlands 0318 540666 New Zealand 64 9 415 2280 Norway 23 38 41 30 Poland 48 22 331 99 99 Portugal 351 21 472 7700
Russia 7 495 721 14 04 Singapore 65 6415 3170 South Africa 27 861 246 723 Spain 34 91 590 5200 Sweden 08 555 12700
Switzerland 061 717 95 55 Taiwan 886 2 2578 7189 Thailand 66 2 6518311 United Kingdom 020 8328 2000

© Bio-Rad PF173 RevB 01/2013




<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /All
  /Binding /Left
  /CalGrayProfile (None)
  /CalRGBProfile (ColorMatch RGB)
  /CalCMYKProfile (U.S. Sheetfed Uncoated v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Warning
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages false
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.1000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams true
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage false
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Remove
  /UCRandBGInfo /Remove
  /UsePrologue false
  /ColorSettingsFile (None)
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 150
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 150
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.00000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 150
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 150
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.00000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile ()
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName (http://www.color.org)
  /PDFXTrapped /False

  /CreateJDFFile false
  /SyntheticBoldness 1.000000
  /Description <<
    /ENU (Use these settings to create PDF documents suitable for reliable viewing and printing of business documents. The PDF documents can be opened with Acrobat and Reader 5.0 and later.)
    /JPN <FEFF3053306e8a2d5b9a306f300130d330b830cd30b9658766f8306e8868793a304a3088307353705237306b90693057305f00200050004400460020658766f830924f5c62103059308b3068304d306b4f7f75283057307e305930023053306e8a2d5b9a30674f5c62103057305f00200050004400460020658766f8306f0020004100630072006f0062006100740020304a30883073002000520065006100640065007200200035002e003000204ee5964d30678868793a3067304d307e30593002>
    /DEU <>
    /PTB <>
    /DAN <>
    /NLD <>
    /ESP <>
    /SUO <>
    /ITA <>
    /NOR <>
    /SVE <>
    /FRA <>
  >>
>> setdistillerparams
<<
  /HWResolution [600 600]
  /PageSize [595.000 822.000]
>> setpagedevice


