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Conventional Units

Unity Manufacturer Report for Siemens
Multiqual 1,2,3 » Lot 12345 ¢ Exp 31-Mar-2025

Mon Cum Level Mon Cum Level Mon Cum

Siemens ADVIA Chemistry Systems

Mean 57.13  57.99 1159 116.6 341.7  346.0
SD 1.49 1.49 2.38 2.69 8.24 7.38
CV 2.6 2.6 2.1 2.3 2.4 2.1
# Points 688 14798 723 10217 691 14301
# Labs 14 36 14 27 13 34
Siemens Atellica CH Analyzer
Mean 59.34  59.39 1179  117.9 346.6  346.2
SD 1.33 1.33 2.58 2.45 7.53 6.40
CV 2.2 2.2 2.2 2.1 2.2 1.8
# Points 863 24430 549 12295 773 20926
# Labs 22 83 12 48 20 77
Siemens Atellica CH Analyzer ¢ Siemens Atellica CH GluH_3, REF 11097592
Mean 58.27  58.02 — — 340.6  340.2
SD 0.357  0.507 — — 2.92 3.24
CV 0.6 0.9 — — 0.9 1.0
# Points 32 64 — — 30 62
# Labs 1 1 1 1
Siemens Dimension Series
Mean 60.93  60.43 1226 1229 355.2 3559
SD 1.49 1.75 2.80 2.74 7.15 7.38
CV 2.4 2.9 2.3 2.2 2.0 2.1
# Points 3996 86243 679 15264 3691 79052
# Labs 112 249 21 55 103 221
Siemens Dimension Vista
Mean 60.80  60.37 124.4  123.0 352.5 351.8
SD 1.62 1.80 2.84 3.93 8.80 9.63
CV 2.7 3.0 2.3 3.2 2.5 2.7
# Points 1946 33458 51 1042 2113 34491
# Labs 36 69 2 8 37 68

=j[e£ 72108  Copyright © 2017 Bio-Rad Laboratories, Inc.

Generated 15-May-2023 10:18:26

Page 31



