Unity

Monthly Evaluation
Multiqual 1,2,3 ¢ Lab 123456 ¢ Exp 30-Apr—2025

Please review your QC reports for March 2023.

| The tests listed below may require investigation or review !

Level

Siemens Dimension Series

elelN{eETnInERETEUEUREERE] G-glutamyl-carboxy-nitroanilide U/L @ 37°C

Peer CVR 0.8 This level Is within established parameters
Method CVR 0.3
Peer SDI 0.30
Method SDI 2.63
Peer CVR 0.9
Method CVR 0.3
Peer SDI -0.12

Method SDI 2.64 Warning: Acceptable values are above -2 and below 2

Peer CVR 0.5 This level is within established parameters
Method CVR 0.1
Peer SDI -0.19
Method SDI 1.87

Unity

Laboratory Performance Overview
Multiqual 1,2,3 ¢ Lab 123456 ¢ Exp 30-Apr—-2025

Bromcresol Purple (BCP) g/dL

Level Peer Method Level Peer Method
Siemens Dimension Series
CVR 0.6 0.5 2 0.6 0.5 2
SDI 0.17 -0.33 -0.06 -0.33
# Points 1523 2775 1 442 1228 1
# Labs 49 85 - CVR 37 75
0 —= 2 0
]
e Peer —1 e Peer —1
OMethod OMethod
SDI -2 SDI -2

L EUL R CE EIEEEY PNPP, AMP Buffer - IFCC Ref. Proc., Calibrated U/L @ 37°C
Level Peer Method Level Peer Method

Siemens Dimension Series

CVR 0.6 0.7 0.7 0.5 2
SDI 099 144 0.45 -0.09
# Points 1439 4167 459 2124 1
# | abs 47 129 CVR M 120 "
e Peer -1 e Peer -1
OMethod OMethod
SDI -2 SDI -2
AREVANyeidp] UV with PSP - IFCC Ref. Proc., Calibrated U/L @ 37°C
Level Peer Method Level Peer Method
Siemens Dimension Series
CVR 1.0 1.2 0.9 2
SDI -0.14 0. 71 055 1.34
# Points 1349 4659 CVR 407 2438 1
# Labs 42 143 ; 29 195 0
e Peer —1 e Peer -1
OMethod OMethod
SDI -2 SDI -2
LRINYRTApLelo ] UV with PSP UL @ 37°C
Level Peer Method Level Peer Method
Siemens Dimension Series
CVR 0.7 0.7 2 0.9 0.9 2
SDI 048 045 0.09 0.11
# Points 1513 1613 1 387 427 1
# Labs 50 54 CVR 46 50
0 2 0
e Peer —1 e Peer -1
OMethod OMethod
SDI -2 SDI -2
Bilirubin, Direct/BC (DBIL) RyEFZelirZ (el Maglefjs| B
Level Peer Method Level Peer Method
Siemens Dimension Series
CVR 0.6 0.3 2 0.8 0.3 2
SDI 029 -0.96 0.81 -1.43
# Points 1319 5521 1 386 2896 1
# Labs 46 179 % CVR 42 173
0 2 0
e Peer —1 ] e Peer —1
OMethod OMethod
SDI -2 SDI -2

||:|

Level

Mean
SD
CV

# Points
# Labs

Mean
SD
CcV

# Points
# Labs

Mean
SD
CcV

# Points
# Labs

March 2023 ¢ Lab 123456

Assoclated Regional Laboratory
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Anytown, MT 12345-6789
Attention: Lab Supervisor

Lab Peer Method
35.64 35.12 24.78
1.47 1.74 4,13
4.1 5.0 16.7
38 5148 37592
210 715
08.29 08.71 78.37
3.00 3.36 7.55
3.0 3.4 9.6
29 5761 39814
234 721
149.5 150.1 121.3
1.82 3.39 15.02
1.2 2.3 12.4
35 5002 34116
198 704

March 2023 ¢ Lab 123456

Assoclated Regional Laboratory
123 Main Street

Anytown, MT 12345-6789
Attention: Lab Supervisor

Level Peer Method
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1329
CVR 44
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e Peer —1
OMethod

SDI -2

Level Peer Method

0.7
0.16

1215
CVR 40

0.3 2
-0.39

3500 1
116
0

e Peer -1
OMethod

SDI -2

Level Peer Method

0.8
0.56

1123
CVR 37

0.5 2
0.93

3993 1
128

e Peer —1
OMethod

SDI -2

Level Peer Method

0.7
0.34

1340
CVR 44

0.6 2
0.23

1415 1
48

e Peer —1
OMethod

SDI -2

Level Peer Method

0.7
0.44

1183
CVR 41

0.1 2
-1.04

5206 1
171

e Peer —1
OMethod

SDI -2
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The statistics in this report are derived from user-supplied data and are provided by Bio—Rad Laboratories as a service to its customers. Such action does not imply support of reported analytes and test methods. Refer to the package
Insert for specific analyte claims and stability information. Qualitative percentages may not add up to 100 due to rounding. Peer group statistics contained in this report may not be used without the expressed written consent of Bio—Rad

Laboratories.
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