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Figure 6. Graphical representation of the accuracy profile of the interlaboratory study for E. coli 
test at 37°C, reference method was ISO 16649-2 
 
 
 
Table 3. Results of the interlaboratory study for E. coli test at 44°C, reference method was ISO 
16649-2 

  Alternative method  Reference method 

Levels Low Medium High  Low Medium High 

Target value 1,49 2,57 3,68     

Number of participants 13 14 14  13 14 14 

Average for alternative method 1,60 2,66 3,71  1,49 2,57 3,68 

Repeatability standard deviation (sr) 0,067 0,060 0,058  0,173 0,119 0,114 

Between-labs standard deviation (sL) 0,106 0,055 0,085  0,000 0,179 0,097 

Reproducibility standard deviation (sR) 0,125 0,081 0,103  0,173 0,215 0,150 

Bias 0,11 0,09 0,04     

Relative Lower TI limit (beta = 80%) -0,061 -0,019 -0,106     

Relative Upper TI limit (beta = 80%) 0,285 0,201 0,176     

Lower Acceptability Limit -0,50 -0,50 -0,50     

Upper Acceptability Limit 0,50 0,50 0,50     
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Figure 7. Graphical representation of the accuracy profile of the interlaboratory study for E. coli 
test at 44°, reference method was ISO 16649-2 
 
 
 
CONCLUSION 

According to the comparison and the interlaboratory study no statistical differences were 
found between RAPID’E.coli 2 Agar and the reference methods, ISO 4832:2006 and ISO 
16649-2: 2001. 
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APPENDIX 

Appendix 1. Accuracy profiles per category (reference coliform method at 
30°C). 
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Appendix 2. Accuracy profiles per category (reference coliform method at 
37°C). 
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Appendix 3. Accuracy profiles per category (reference E. coli method at 37°C). 
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Appendix 4. Accuracy profiles per category (reference E. coli method at 44°C). 
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